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EMSL order number (611500092) was issued for this project. 
The work was completed at EMSL Analytical, Inc’s PCR 
Laboratory at Cinnaminson, New Jersey.   
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Report Summary:  
 
1. All reagents for the project were provided by EPA except plastic supplies and lab cleaning 

reagent-RNaseZap. The reagent components were analyzed for quality control purpose. All 

reagents passed the QC tests using RT-qPCR. The qPCR run report designated as 

Components QC Run Report is attached.   

 

2. Following the Statement of Work provided by the EPA, the RT-qPCR reagents were 

prepared and loaded into 96-well plates as follow: 

2.1. RT-1 plates: 3 Plates 

2.2. RT-2 tubes: 6 tubes 

2.3. Hepatitis G qPCR Plates: 3 plates 

2.4. Enterovirus qPCR Plates: 2 plates 

2.5. Norovirus GIB qPCR plates: 2 plates 

2.6. Norovirus GII qPCR plates: 2 plates  

 

3. The release quality control analysis was performed. The components of RT-qPCR were 

from the master mixes for this kit.  The kit passed the QC for releasing. The QC Release 

Run Report is attached.   

 

4. All unused reagents and the components for the RT-qPCR kit were shipped to EPA lab 

using dry ice on 2/3/2015. A list of shipping is included.  
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Important Information, Terms, Conditions, and Limitations 

A. Sample Retention 
Samples analyzed by EMSL will be retained for 60 days after analysis date.  Storage beyond this period is 
available for a fee with written request prior to the initial 30 day period.  Samples containing hazardous/toxic 
substances which require special handling will be returned to the client immediately.  EMSL reserves the right to 
charge a sample disposal fee or return samples to the client. 

B. Change Orders and Cancellation 
All changes in the scope of work or turnaround time requested by the client after sample acceptance must be made 
in writing and confirmed in writing by EMSL.  If requested changes result in a change in cost the client must 
accept payment responsibility.  In the event work is cancelled by a client, EMSL will complete work in progress 
and invoice for work completed to the point of cancellation notice.  EMSL is not responsible for holding times that 
are exceeded due to such changes. 

C. Warranty 
EMSL warrants to its clients that all services provided hereunder shall be performed in accordance with 
established and recognized analytical testing procedures and with reasonable care in accordance with applicable 
federal, state and local laws.  The foregoing express warranty is exclusive and is given in lieu of all other 
warranties, expressed or implied.  EMSL disclaims any other warranties, express or implied, including a warranty 
of fitness for particular purpose and warranty of merchantability.   

D. Limits of Liability 
In no event shall EMSL be liable for indirect, special, consequential, or incidental damages, including, but not 
limited to, damages for loss of profit or goodwill regardless of the negligence (either sole or concurrent) of EMSL 
and whether EMSL has been informed of the possibility of such damages, arising out of or in connection with 
EMSL’s services thereunder or the delivery, use, reliance upon or interpretation of test results by client or any third 
party.  We accept no legal responsibility for the purposes for which the client uses the test results.  EMSL will not 
be held responsible for the improper selection of sampling devices even if we supply the device to the user.  The 
user of the sampling device has the sole responsibility to select the proper sampler and sampling conditions to 
insure that a valid sample is taken for analysis. Any resampling performed will be at the sole discretion of EMSL, 
the cost of which shall be limited to the reasonable value of the original sample delivery group (SDG) samples. In 
no event shall EMSL be liable to a client or any third party, whether based upon theories of tort, contract or any 
other legal or equitable theory, in excess of the amount paid to EMSL by client thereunder. 

E. Indemnification 
Client shall indemnify EMSL and its officers, directors and employees and hold each of them harmless for any 
liability, expense or cost, including reasonable attorney’s fees, incurred by reason of any third party claim in 
connection with EMSL’s services, the test result data or its use by client. 
 
 

Signature: 
 
 

 
 
Quanyi “Charlie” Li, Ph.D. 
DNA laboratory Director 
EMSL Analytical, Inc                                                                                                             
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